We report synchrotron energy determinations using the powder diffraction patterns of Si (640b) and LaB 6 (660) standard reference powders at a number of energies between 5 and 20 keV. The fitted peak positions of all peaks recorded on image plates were used in each energy determination. Several sources of systematic error were investigated and their connection led to physically reasonable and consistent fitting parameters. The energies were determined to better than 0.025% at all energies. Our procedure shows that the use of the accurately known lattice parameters of standard materials makes it possible to determine X-ray energies without involving the full panoply of the Rietveld technique (which involves the crystal structure, crystal perfection, particle size, preferred orientation and other parameters affecting the full powder diffraction pattern).
Introduction
Synchrotron radiation sources provide a continuum of X-ray energies. The ability to monochromate the beam to a particular energy with a very narrow energy width has greatly broadened the field of X-ray spectroscopy. Powder diffraction is a widely used technique at synchrotrons and is often used to determine energy. While single crystals often have narrower diffraction peaks and a more accurate final determination of the Xray energy under ideal conditions, powder diffraction techniques can quickly measure the full powder pattern. Determining energy from the entire powder pattern, rather than from selected peaks, provides information about key systematic errors. By using all of the peaks and using the entire energy range, the different errors can be readily separated.
Powder patterns of the Si (SRM640b) and LaB 6 (SRM660) standard powders (unsorted as to particle size) were recorded using image plates at 23 energies between 5 and 20 keV. The 640 and 660 series are the most accurate powder standards available: a 0 ¼ 5:430940ð11ÞÅ for silicon 640b (Parrish et al., 1999) and a 0 ¼ 4:15695ð6ÞÅ for lanthanum hexaboride 660 (Rasberry et al., 1989) . The diffraction pattern was recorded in 8 mm wide strips on six X-ray image plates mounted in Big Diff, a large cylindrical diffraction chamber with the Debye-Scherrer geometry (Barnea et al., 1992 The energies were used as part of the X-ray extended range technique to measure the mass attenuation coefficient of pure elemental samples of silver, copper and gold (Chantler et al., 2001 (Chantler et al., , 2003 .
Analysis of the diffraction pattern
Diffraction peaks were fitted with a nonlinear least squares fit of a lorentzian convolved with a slit on a quadratic background. Peak centroids were determined to a precision between 0:001 and 0:0001 . Reduced w 2 r values varied from 1 to 10 for a typical energy, owing to background noise and structure, and occasionally due to the effect of nearby peaks. Analysis has been automated, so that all peaks were indexed and fitted for energy. In past studies (Chantler et al., 2004) , peaks have often been discarded particularly at the highest and lowest angles in the course of the energy determination. Sometimes this was due to background structure; increasing noise for high-index peaks; or due to the anomalous widths or centroids of low index peaks. Our approach manages to retain all the diffraction peaks in a coherent and consistent peak fitting procedure.
The full powder pattern was indexed using the peak centroid positions. For high angle peaks, the difference between successive permitted Bragg indices became comparable with the systematic errors affecting the peak position. To correct for this, the largest source of error, the image plate offset was varied while the energy was calculated for each peak using the Bragg equation. The standard deviation of the fitted energies was then minimized by varying peak indices. This method proved to be a robust way of indexing the pattern with the result that none of the peaks had to be discarded.
The peak angular positions are offset due to the six image plate offsets dy p i and the eccentricity of the powder sample. Eccentricity of the powder sample from the centre of the diffraction chamber is due to a vertical offset dy y and a horizontal offset dy z . For small angles these are
where D is the diameter of the diffraction chamber. These forms of d y and d z orthogonalize the components and minimize correlations between the two parameters.
To determine the energy of the beam, we fitted the angular offset of peaks with the nominal energy E of the incident beam,
There are nine free parameters in this procedure. Image plate displacements affect only peaks occurring on a given plate, while dE (the correction to the nominal energy), dy y and dy z affect all peaks. This makes it important to fit all of the peaks simultaneously because the correlation between dy y and dy pi for each image plate is different. In order to reduce the correlation between the parameters we measured multiple image plates. Other possible image plate offsets, due to the stretching of the plate during digitization and due to digitization at an angle to the plane of the strip in which the diffraction pattern was recorded, were investigated and found to be negligible in all cases. The fitting procedure used an implementation of the Levenberg-Marquardt technique to fit y meas to the nonlinear Eq. (2). A typical plot of the residuals for one energy is shown in Fig. 1 for lanthanum hexaboride and in Fig. 2 for silicon.
Wherever w 2 r values of the energies were greater than one, one-sigma error bars were scaled with w 2 r values. The largest correction was due to inaccuracies in the positions of the radioactive fiducials (markers) of the six image plates dy p i . This contributed shifts of up to 0:04 per plate.
The fitting procedure was repeated with d z included. As d z is in the direction of the incident beam, it is expected that this parameter is correlated with the fitted energy because of linear attenuation. w 2 r was significantly reduced when dy z was included in the fits, for example from 2.4 to 2.2 for the lanthanum hexaboride data in Fig. 1 , and from 7.5 to 6.3 for the silicon data in Fig. 2 . At low energies, the uncertainty in d z is greater due to the smaller number of available peaks. The value of d z was consistently 40250 mm and therefore a physically meaningful parameter. Each experimental energy was fitted independently, and then used to fit a calibration curve for the monochromator angle. Fig. 3 shows the calibration curve interpolated over the energy range. The data were well fitted with a linear equation, perhaps a surprising result given the nonlinear response curves often reported. The fitted curve agrees with the data within errors, which suggests that the random hysteresis of the monochromator was correctly minimized by approaching the desired angle consistently from the same direction. The fitted energies for both powders are listed in Table 1 .
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Conclusion
By matching the powder diffraction spectrum using fitted peak centroids, the energy of the synchrotron Xray beam was successfully determined to high precision.
The accuracy of the determination was increased by fitting all of the diffraction peaks consistently, in a robust and automated procedure. Systematic errors were investigated using the powder patterns obtained at the various energies. Fitted parameters were found to have consistent, physically meaningful values in all the energy determinations.
This method is a development of Chantler et al., 2004 . Unlike the Rietveld, 1969 method which requires knowledge of the structure, thermal parameters, perfection and particle size, preferred orientation and other parameters affecting the full powder diffraction pattern, our traditional technique requires principally accurate lattice parameters of the standard powders. This technique is rapid, accurate and largely automatic.
Large differences for the determined energy have been found in such careful analysis compared to a dependence on the standard monochromator calibrations as demonstrated in Fig. 3 .
Careful calibration of the delivered synchrotron beam in the hutch should always be performed for experiments requiring significant accuracy. Measurements in the central range are robust and consistent with low uncertainty. At low energies there were insufficient peaks per plate for a full investigation using the silicon powder.
